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Name: Chlorzoxazone-D3 

Lot#: GR-13-141 

Test Date: 05/15/2019 (re-test date: 05/15/2024) 

CAS No.: 1185173-60-7 

MF: C7HD3ClNO2 

MW: 172.58 

Appearance: Beige Solid 

Purity: 98.5% by HPLC; >98% atom D 

1H-NMR: Conforms 

MS-ESI (+) Conforms (shows peaks at m/z = 173.02 & 175.02 [M+H]+; exhibits the expected 
isotope pattern for mono- chloro-compounds) 

 
 
 
 
Approved by:        Date:  05/16/2019 
 
 
 
 
__________________________ 
Viorica Rusu, QC/QA Manager 

O

N
OH

Cl
D

D
D



-1012345678910111213
f1 (ppm)

-100

0

100

200

300

400

500

600

700

800

900

1000

1100

1200

1300

1400

1500PROTON_GR-13-141_02

0.0
1

0.0
1

0.0
1

1.0
0

-0
.02

2.4
8

3.3
0

7.1
0

7.1
3

7.2
8

11
.81

Chlozoxazone-D3
1H-NMR, 600 MHz
Solvent: DMSO-D6
Lot No.: GR-13-141



	

ESI-MS	spectrum	for	sample	GR-13-141.	Shows	monoisotopic	[M+H]+	mass.	
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=====================================================================
Acq. Operator   : vrusu                        
Acq. Instrument : Instrument 1                    Location : Vial 16
Injection Date  : 5/15/2019 8:24:34 AM         
                                                Inj Volume : 10.0 µl
Acq. Method     : C:\CHEM32\1\METHODS\VR051419A_141.M
Last changed    : 5/15/2019 8:20:15 AM by vrusu
Analysis Method : C:\CHEM32\1\METHODS\VR051519_141PM.M
Last changed    : 5/15/2019 9:03:54 AM by vrusu
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=====================================================================
                         Area Percent Report                         
=====================================================================
 
Sorted By             :      Signal
Calib. Data Modified  :      5/15/2019 9:03:34 AM
Multiplier:                   :      1.0000
Dilution:                     :      1.0000
Use Multiplier & Dilution Factor with ISTDs
 
 
Signal 1: DAD1 A, Sig=220,4 Ref=360,10
 
Peak RetTime  Type   Width     Area      Area    Name
  #   [min]          [min]   [mAU*s]       %
----|-------|------|-------|----------|--------|---------------------
   1   4.396 BV      0.0899 8040.45166  98.5471 Chlorzoxazone-D3                                  
   2   4.997 VB      0.1765    7.16977   0.0879 ?                                                 
   3   5.375 BV      0.1363    4.31059   0.0528 ?                                                 
   4   5.627 VB      0.1693    6.48729   0.0795 ?                                                 
   5   7.816 BV      0.0540    5.76787   0.0707 ?                                                 
   6   7.972 VB      0.0716   14.39291   0.1764 ?                                                 
   7   8.938 BB      0.0649    7.85207   0.0962 ?                                                 
   8   9.431 BB      0.0745   32.71319   0.4009 ?                                                 

Data File C:\CHEM32\1\DATA\VR010919\SIG15138.D
Sample Name: GR-13-141
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Peak RetTime  Type   Width     Area      Area    Name
  #   [min]          [min]   [mAU*s]       %
----|-------|------|-------|----------|--------|---------------------
   9  12.529 BB      0.0650   39.84838   0.4884 ?                                                 
 
Totals :                    8158.99374
 
 
=====================================================================
                          *** End of Report ***

Data File C:\CHEM32\1\DATA\VR010919\SIG15138.D
Sample Name: GR-13-141
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