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Name: Bilastine-D6 

Lot#: GR-8-099 

Test Date: 02/24/2021 (re-test date: 02/24/2026) 

CAS No.: 1215358-58-9 

MF: C28H31D6N3O3 

MW: 469.65 

Appearance: Off-white solid 

Purity: 97.1% by HPLC; 99.5% atom D 

1H-NMR: Conforms (contains a trace of IPA) 

MS-ESI (+) Conforms (shows peak at m/z = 470.32 [M+H]+) 

Storage Store at 0-8oC in a dry place away from direct sunlight 

 
 
 
Approved by:        Date:  06/04/2021 
 
 
 
 
 
__________________________ 
Viorica Rusu, QC/QA Manager 



0.00.51.01.52.02.53.03.54.04.55.05.56.06.57.07.58.08.5
f1 (ppm)

0

1000

2000

3000

4000

5000

6000

7000

8000

9000

10000

11000PROTON_GR-8-099_01

0.9
5

0.9
6

0.9
7

1.8
4

2.0
7

2.4
5

2.7
1

3.0
3

3.3
1

3.6
1

4.3
5

7.1
1

7.1
7

7.2
1

7.4
7

7.5
0

Bilastine-D6
1H-NMR, 600 MHz
Solvent: DMSO-D6
Lot No.: GR-8-099



	

ESI-MS	spectrum	for	sample	GR-8-099.	Shows	monoisotopic	[M+H]+	mass.	
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Expansion	of	above	with	intensity	labels.	
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=====================================================================
Acq. Operator   : vrusu                        
Acq. Instrument : Instrument 1                    Location : Vial 11
Injection Date  : 2/24/2021 2:26:22 PM         
                                                Inj Volume : 5.0 µl
Acq. Method     : C:\CHEM32\1\METHODS\VR022421_099.M
Last changed    : 2/24/2021 2:25:28 PM by vrusu
Analysis Method : C:\CHEM32\1\METHODS\VR022421_099PM.M
Last changed    : 2/24/2021 3:20:27 PM by vrusu
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=====================================================================
                         Area Percent Report                         
=====================================================================
 
Sorted By             :      Signal
Calib. Data Modified  :      2/24/2021 3:20:13 PM
Multiplier:                   :      1.0000
Dilution:                     :      1.0000
Use Multiplier & Dilution Factor with ISTDs
 
 
Signal 1: DAD1 A, Sig=220,4 Ref=360,5
 
Peak RetTime  Type   Width     Area      Area    Name
  #   [min]          [min]   [mAU*s]       %
----|-------|------|-------|----------|--------|---------------------
   1   9.776 BV      0.1199 5787.43604  97.1262 Bilastine-D6                                      
   2  10.081 VB      0.0861  155.63177   2.6119 ?                                                 
   3  12.169 BB      0.1079    4.45614   0.0748 ?                                                 
   4  12.635 BB      0.1495    5.66631   0.0951 ?                                                 
   5  12.872 BB      0.1004    5.48405   0.0920 ?                                                 
 
Totals :                    5958.67431
 

Data File C:\CHEM32\1\DATA\VR011121\SIG17910.D
Sample Name: GR-8-099
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 =====================================================================
                          *** End of Report ***

Data File C:\CHEM32\1\DATA\VR011121\SIG17910.D
Sample Name: GR-8-099
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